[Calculation of parameters and the technology for making biolenses in epikeratophakia].
The results of keratometry of 13 allotransplants have confirmed the rightfulness of the employed methods for calculation of the parameters of biolenses for epikeratophakia. For clinical application the initial intumescence should be taken into consideration, as well as the donor tissue thickening during its freezing for working on a lathe.